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Abstract Trauma patients at risk for, or suspected of, spinal
injury are frequently transported to hospital using full spinal
immobilisation. At the emergency department, immobilisa-
tion is often maintained until radiological work-up is complet-
ed. In this study, we examined how these devices influence
radiation exposure and noise, as a proxy for objective image
quality. Conventional radiographs (CR) and computer tomog-
raphy (CT) scans were made using a phantom immobilised on
two types of spineboard and a vacuummattress and using two
types of headblocks. Images were compared for radiation
transmission and quantitative image noise. In CR, up to
23 % and, in CT, up to 11 % of radiation were blocked by
the devices. Without compensation for the decreased trans-
mission, noise increased by up to 16 % in CT, depending on
the device used. Removing the headblocks led to a statistically
significant improvement in transmission with automatic expo-
sure control (AEC) enabled. Physicians should make an in-
formed decision whether the increased radiation exposure out-
weighs the risk of missing a clinically significant injury by not
making a CR or CT scan. Manufacturers of immobilisation
devices should take radiological properties of their devices
into account in the development and production process.
Keywords Spinal immobilisation . Radiation exposure .
Image quality . Conventional radiography (CR) . Computed
tomography (CT)
Introduction
The spineboard was originally introduced as a means of extri-
cating patients from a crashed vehicle or from a hard-to-reach
location [1, 2]. Over the decades, spinal immobilisation using
a spineboard or vacuum mattress with a head immobiliser has
become the gold standard for prehospital care for trauma pa-
tients, including transport of patients on the spineboard into
the hospital [3–6]. Although physicians are advised to remove
patients from these devices as soon as possible [3–5], many
patients undergo primary clinical and radiological evaluation
at the emergency department and/or radiology department to
rapidly assess life-threatening injuries with the devices in
place [7, 8]. Furthermore, whole-body computed tomography
(CT) has recently come to be used as a primary diagnostic
investigation at the emergency department. Secondary survey
frequently includes conventional radiography (CR) and CT
scans of the extremities if deemed necessary. This approach
is advocated in order to minimise the risk of missing a clini-
cally important injury or unstable spinal fractures that can
potentially lead to serious impairment [9, 10] and legal rami-
fications [11, 12].
Since high image quality of CT scans is a prerequisite for
diagnostic workup, any disturbances, such as artefacts or
noise, should be kept to a minimum. Artefacts can be limited
by avoiding or removing objects with sharp transitions in ma-
terial density [13–16], while noise reduction can be achieved
by increasing the radiation dose. However, exposure to ionis-
ing radiation is associated with increased cancer risk [17–20].
Several studies have indicated that not only CT, but, to a lesser
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degree, also diagnostic conventional radiography (computed
radiography (CR)) may account for a non-negligible increased
risk of cancer [17, 19, 21]. It is therefore important that the
benefits of (increased) radiation exposure should be weighed
critically against its risks. In accordance with the as low as
reasonably achievable (ALARA) principle in radiography
[22], the materials placed between the X-ray source and X-
ray detector should have a low level of absorption in order to
minimise the radiation dose that the patient is exposed to. In
trauma workup, the level of radiation absorption by the spinal
immobilisation device may vary significantly [23], thereby
altering the radiation dose necessary to deliver high-quality
images. In this study, we compared devices for spinal
stabilisation in terms of radiation transmission and the effect
on objective image quality. The hypothesis in this study was
that the devices would differ in the radiation dose necessary
for good-quality images. Our aim was to find out which of
these devices is the preferred choice for spinal stabilisation
from a radiation exposure point of view.
Materials and methods
Materials and set-up
Radiation transmission and image noise for CR and CT were
compared using two spineboards (Millennia Backboard;
Ferno-Washington Inc, Wilmington, OH, and a prototype
soft-layered long spineboard [24]) in combination with two
different headblocks (soft foam headblocks: universal head
immobiliser, Ferno-Washington Inc, Wilmington, OH, and
new-design headblocks: speedblocks, Laerdal Medical, Sta-
vanger, Norway) or none and a vacuum mattress (RedVac;
Radstadt, Austria) (Fig. 1). This means that wemeasured eight
different set-ups (Table 1). The study was approved by the
Medical Research Ethics Committee of the Maastricht Uni-
versity Medical Centre and registered as ISRCTN 68626238.
CR images were obtained using an over-Table Philips Trau-
ma Diagnost (Philips, Best, The Netherlands). Transmitted
radiation was measured using a 30-mL ionisation chamber
and a Capintec 192A electrometer (Capintec, Inc, Ramsey,
NJ, USA). A 3-mm-thick lead shield with a 76×45-mm win-
dowwas placed between the device and the ionisation chamber
to eliminate scattered radiation as much as possible. The set-up
was rebuilt after each image had been taken, to mimic the
variation in practical use of the devices. Each set-up was mea-
sured five times andwith four different technique settings of the
equipment, not using the automatic exposure control (AEC)
(Table 2).
CT images were obtained using a dual-source 128 slice CT
scanner (Definition Flash, Siemens Healthcare, Forchheim,
Germany). A standard 16-cm-diameter computed tomography
dose index (CTDI) head phantom was used in combination
with a pencil ionisation chamber (Unfors RaySafe; Billdal,
Sweden). The ionisation chamber was consecutively inserted
in each of the five available holes of the phantom, with the
other holes filled up with rods made of the same material as
the phantom. The CTDI was subsequently calculated as
(1/3∗ radiation dose measurement of central hole) + (2/3∗ av-
erage of the radiation dose measurements of peripheral holes)
[25]. The phantom was placed on each of the devices and
secured in place using either headblocks or foam spacers
(for the spineboards) or by modelling the vacuum mattress
around the phantom. This procedure was repeated five times
per set-up, thus mimicking variations in realistic placement of
both the device and the head.
Calculations
Transmission, i.e. the percentage of radiation that passed
through the device, was calculated as the radiation dose pass-
ing with the device in place, divided by the radiation dose
without the device in place. For CR, the measured air kerma
was taken as the radiation dose, while the CTDI value was
used for CT.
Image noise in CT was used as a measure of objective
image quality. It was defined as the standard deviation (SD)
of the CT values (in Hounsfield units) of the pixels within 16
Fig. 1 Immobilization devices
used in this study. From left to
right: rigid spineboard, no




spineboard, no headblocks; soft-
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circular regions of interest covering 51 % of the phantom
(Fig. 2). Image noise was determined for the middle slice of
all phantom scans using ImageJ version 1.47v for Windows
software (http://imagej.nih.gov/ij/).
Statistical analysis
Statistical analyses were performed using SPSS (IBM, Chica-
go, IL), version 20.0.0. Data are presented asmean±SD. Non-
parametric data were compared using Kruskal–Wallis testing
for overall differences and Mann–Whitney U test for differ-
ences between devices. Parametric data were compared using
repeated measure ANOVA for differences between devices.
Significance was assumed at P<0.05.
Results
In CR, there was a significant main effect of device on trans-
mission, F(2, 8) = 163,914 (P<0.01) and a main effect of
voltage on transmission, F(3, 12) = 13,030 (P < 0.01)
(Fig. 3). Subsequent contrast tests revealed that transmission
was highest for the vacuum mattress, followed by the rigid
spineboard, and lowest for the soft-layered spineboard. These
results were seen at all voltages. A significant interaction ef-
fect indicated that the differences between the devices became
more pronounced with increasing voltages, F(6, 24) = 4787
(P<0.01). In CT, transmission was significantly lower when
headblocks were used compared to no headblocks (Fig. 4).
Kruskal–Wallis testing for non-parametric groups showed an
overall significant difference between the conditions
(P<0.001).
For all tube voltages, Mann–Whitney tests showed signif-
icant differences after Bonferroni correction between all three
devices at P<0.0083
With regard to noise in CT, repeated measures ANOVA
showed significant differences in noise between all condi-
tions, F(7, 14)=60.9, P<0.01 (Fig. 5). As expected, a signif-
icant relationship was found between decreased transmission
and increased noise in CT, r=0.67, P<0.01.
Discussion
This study compared a number of devices for spinal immobi-
lisation with regard to radiation transmission and objective
image quality. Although adding a spineboard or vacuum mat-
tress to the set-up decreased both transmission and image
quality, adding headblocks to the spineboards decreased trans-
mission and image quality even more.
Despite radiation exposure in acute (trauma) care being an
important issue [26–29], studies examining radiation trans-
mission in spineboards and vacuum mattresses have been
sparse [23]. Our study adds to this knowledge of the radio-
graphic properties of spineboards and vacuum mattresses, by
including data regarding headblocks, which are considered an
integral part of the equipment used to achieve full spinal im-
mobilisation [30]. Current trauma protocols require the use of
these devices, which absorb part of the radiation. CR and CT
machines automatically adjust radiation dose to compensate
for image quality loss due to absorption, but since any increase
in radiation exposure creates an additional cancer risk [20, 21,
31, 32], it is important that the devices have high transmission
rates.
Our results show that in CR, transmission decreased by 9 to
23 %, depending on the device and tube voltage used. In CT,
the transmission decreased by up to 11 %. When X-rays en-
counter any form of matter, they are partly transmitted and
partly absorbed and scattered. The resulting transmission de-
pends on the energy-dependent attenuation coefficient of the
material and the X-ray energy (here determined by the sys-
tem’s tube voltage). The attenuation coefficient increases
when the X-ray energy decreases. Consequently, it is to be
expected that the transmission will be reduced when the tube
voltage is lowered, as we have shown in Fig. 3. The observed
differences in transmission between the set-ups are related to
differences in material properties (i.e. attenuation coefficients)
as well as differences in the amount of material present (com-
pare the set-up with and without headblocks present).
Table 1 Set-ups used
Spinal immobilisation Head immobilisation CR CT
None None X X
Rigid None X X
Rigid Soft foam X
Rigid New design X
Soft layered None X X
Soft layered Soft foam X
Soft layered New design X
Vacuum mattress None X X









CR setting 1 60 165 100
CR setting 2 75 157 100
CR setting 3 100 220 100
CR setting 4 120 271 100
CT settings (axial head
scan, single rotation;
collimation 64 × 0.9 mm)
120 n.a. 179
n.a. not applicable
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For all devices, transmission was higher for CT than for
CR. This can be explained by considering that, in contrast to
CR, only some of the projections acquired in a CT scan in-
volve X-ray trajectories through the device. In addition, the
use of a thicker beam filter in CT results in more penetrating
radiation compared to CR, even at the same tube voltage. As
trauma CRs are usually taken in anterior–posterior (AP) direc-
tion, the patient is actually being exposed to additional radia-
tion dose, because the posteriorly placed immobilisation de-
vice absorbs part of the radiation that has already passed
through the patient. However, it should be noted that although
the relative extra radiation exposure is higher for CR than CT,
Fig. 2 Regions of interest for
noise measurements in CT
Fig. 3 Relative transmission in CR for various devices and different tube settings, relative to no device. Presented data are means ± SD. VM vacuum
mattress, RSB rigid spineboard, SLSB soft-layered spineboard
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the absolute actual dose increase is in the order of five times
higher for CT, as the CT radiation exposure is higher to start
with. Regardless of this, with ever more institutions moving
away from CR and using CT instead [33], radiation protection
according to ALARA principle should always be a priority.
Our study shows that one simple way to reduce radiation
exposure is to remove the headblocks before CT imaging.
Nonetheless, in case of restless or non-responsive trauma
patients at risk for spinal injury, physicians are reluctant to
remove the immobilisation devices before imaging has been
completed, for fear of worsening or missing an injury [34] and
possible consequent medical litigation [12]. However, no
studies have so far been published showing a direct causal
link between the use of immobilisation devices (or lack
Fig. 4 Relative transmission in CT for various devices, relative to no
device. Presented data are means ± SD. VM vacuum mattress, RSB rigid
spineboard, SLSB soft-layered spineboard, HB headblocks. - Significant
difference (P< 0.05) for no device vs. vacuum mattress, RSB new design
headblocks, rigid spineboard, SLSB new design headblocks, RSB soft
foam headblocks, SLSB soft foam-layered spineboard, HB headblocks. -
Significant difference (P< 0.05) for vacuummattress vs. SLSB soft foam
headblocks. - Significant difference (P< 0.05) for SLSB no headblocks
vs. SLSB soft foam headblocks
Fig. 5 Relative noise in CT for various devices, relative to no device.
Presented data are means ± SD. VM vacuum mattress, RSB rigid
spineboard, SLSB soft-layered spineboard, HB headblocks. - Significant
difference** (P< 0.05) for no device vs. RSB new design headblocks,
SLSB no headblocks, SLSB soft foam headblocks and SLSB new
design headblocks. - Significant difference** (P < 0.05) for vacuum
mattress vs. RSB soft foam headblocks, RSB new design headblocks,
SLSB soft foam headblocks and SLSB new design headblocks. -
Significant difference** (P< 0.05) for RSB no headblocks vs. RSB soft
foam headblocks, RSB new design headblocks, SLSB soft foam
headblocks and SLSB new design headblocks. - Significant
difference** (P < 0.05) for RSB soft foam headblocks vs. RSB new
design headblocks, SLSB no headblocks and SLSB new design
headblocks. - Significant difference** (P< 0.05) for RSB new design
headblocks vs. SLSB no headblocks and SLSB soft foam headblocks. -
Significant difference** (P<0.05) for SLSB no headblocks vs. SLSB soft
foam headblocks and SLSB new design headblocks. **Significant
differences after Bonferroni correction
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thereof) and injury outcome [35]. There are, however, sound
arguments to permit removal of the devices in calm, coopera-
tive patients [36].
Since increased exposure to ionisation radiation induces
health risks [31, 32], even though the risks are small and
consequently associated with large uncertainties [37], any
measure to reduce radiation should be welcomed. A total-
body trauma CTscan without immobilisation devices exposes
the patient to 15–30 mSv [38–40]. When this scan is per-
formed on a rigid spineboard with soft foam headblocks in
place, an increase in radiation exposure of 11 % is needed to
maintain image quality, increasing the radiation dose by 1.7–
3.4 mSv. Data from earlier studies on the risks of radiation
exposure [31, 32] indicate that the additional risk of dying
from cancer is 0.5 % per 100 mSv, assuming an estimated
overall lifetime cancer risk of 25 %. Although the added risk
of fatal cancer due to the use of devices for spinal immobili-
sation may be small, physicians should make an informed
decision not only on whether or not to make use CR or CT
in on an immobilised patient, but also on the question whether
some of the devices can be removed before imaging, factoring
in both the radiation risks and the risks of potentially missed
injuries. Furthermore, designers of devices for spinal immobi-
lisation should take into account the radiological properties of
their devices.
Some remarks can be made with regard to our study. First,
we only looked at noise as an indicator of image quality. We
did not look at other factors, such as artefacts (beam harden-
ing, additional scattering and banding) caused by differences
in attenuation by the devices. This is becoming increasingly
important, as there is a trend towards lower dosages, which in
turn may result in more visible artefacts. This subject is
discussed in detail elsewhere [13]. Second, we evaluated only
one CTscanning protocol using one multidetector CTscanner.
We chose to consider only a tube voltage of 120 kV, as this is
the clinical standard for trauma diagnostics in our hospital.
Although beam filtration may be different for CT scanners
of other manufacturers, resulting in somewhat different beam
qualities, we believe that the results will be qualitatively
comparable.
Conclusion
There are significant differences in radiation transmission de-
pending on the type of immobilisation device used. In CR, the
vacuummattress showed the highest transmission rates, while
in CT, the spineboards without headblocks performed best in
terms of both transmission and noise. In view of the duty to
keep patient radiation exposure as low as possible while still
achieving the required image quality, the results of this study
can help in making an informed decision whether the risks
associated with radiation exposure outweigh those of missed
injuries.
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